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amplification and filtering on the intermediate frequency
signals, the intermediate frequency signals are output to an
analog-to-digital conversion unit to perform digital sam-
pling so as to obtain digital domain signals.
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1
RECEIVING METHOD, RECEIVING
SYSTEM FOR MAGNETIC RESONANCE
SIGNALS, AND MAGNETIC RESONANCE
IMAGING SYSTEM

This application claims the benefit of CN
201110389270.2, filed on Nov. 30, 2011, which is hereby
incorporated by reference.

TECHNICAL FIELD

The present embodiments relate to the technical field of
magnetic resonance imaging (MRI).

BACKGROUND

In a magnetic resonance imaging system, magnetic reso-
nance (MR) signals are received using receiving coils, and
analog-to-digital conversion and digital down-conversion
processing are performed on the magnetic resonance signals
from the receiving coils using a digital receiver system to
obtain corresponding magnetic resonance imaging signals.

In practical applications, a plurality of receiving coils may
be set in an array form, and receiving magnetic resonance
signals using the receiving coil array may improve the
signal-to-noise ratio of the received magnetic resonance
signals, and may better meet the requirements of clinical
applications. Each receiving coil in the receiving coil array
may be referred to as a coil unit of the array.

To obtain corresponding magnetic resonance imaging
signals, a digital receiver system may perform low noise
amplification, filtering and frequency mixing on the mag-
netic resonance signals from each coil unit to obtain inter-
mediate frequency signals borne on a certain carrier fre-
quency of one channel. After performing amplification,
filtering and compression on the intermediate frequency
signals, the intermediate frequency signals are output to an
analog-to-digital conversion unit (ADC) to perform digital
sampling so as to obtain digital domain signals. Down-
conversion processing is performed on the digital domain
signals using a digital processing unit such as a data signal
processor (DSP) or a field programmable gate array (FPGA).

With the requirements of clinical applications and the
development of the technology of receiving coils (e.g., the
number of coil units in a receiving coil array is increasing),
the signal-to-noise ratio (SNR) and degree of uniformity of
the image obtained thereby are correspondingly greatly
improved. However, the increase in the number of coil units
will increase the number of channels that bear signals and
the number of corresponding ADCs, and correspondingly
increase the system costs.

SUMMARY AND DESCRIPTION

A method for receiving magnetic resonance signals, a
system for receiving magnetic resonance signals, and a
magnetic resonance imaging system used for decreasing the
number of ADCs when taking full advantage of the sampling
rate of the ADC are provided.

The method for receiving magnetic resonance signals
includes dividing coil units in a receiving coil array into
different coil unit groups. Each coil unit group includes at
least one coil unit. For each coil unit group, correlations are
established between carrier frequencies and the signals
received by each coil unit in the coil unit group. After
performing low noise amplification and anti-aliasing filter-
ing on the signals received by all the coil units in the coil unit
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group, frequency mixing is performed on the anti-aliasing
filtered signals to obtain intermediate frequency signals
borne on the respectively corresponding carrier frequencies
of an identical channel. After amplifying and filtering the
intermediate frequency signals, the intermediate frequency
signals are output to an analog-to-digital conversion unit to
perform digital sampling so as to obtain digital domain
signals.

In one embodiment, the dividing of the coil units in a
receiving coil array into different coil unit groups includes
dividing the coil units in a receiving coil array into different
coil unit groups according to the principle of the dynamic
range of the receiving signals of each coil unit group being
not greater than the dynamic range of the analog-to-digital
conversion unit.

In one embodiment, before the outputting to the analog-
to-digital conversion unit to perform digital sampling, the
method further includes performing compression on the
filtered signals using a compression unit, and outputting the
compressed signals to the analog-to-digital conversion unit
to perform digital sampling.

The dividing of the coil units in a receiving coil array into
different coil unit groups includes dividing the coil units in
a receiving coil array into different coil unit groups accord-
ing to the principle of the dynamic range of the receiving
signals of each coil unit group being not greater than the
dynamic range co-determined by the analog-to-digital con-
version unit and the compression unit.

In one embodiment, the dividing of the coil units in a
receiving coil array into different coil unit groups includes
dividing all the coil units that receive an identical orthogonal
signal into the same group.

In one embodiment, the method further includes perform-
ing down-conversion processing on the digital domain sig-
nals according to the correlations.

In one embodiment, the coil unit group includes three coil
units. Before the performing of frequency mixing on the
anti-aliasing filtered signals, the method further includes
selecting the frequencies of the required local oscillator
signals during frequency mixing to make the frequencies of
the frequency mixed intermediate frequency signals meet
the following relationship:

Jo=hatld4, oS4

where f; is the sampling rate of an analog-to-digital con-
verter, f,, is the frequency of the intermediate frequency
signal of the coil unit located in the middle of three coil
units, f;, is the frequency of the intermediate frequency
signal of the coil unit located in the left of three coil units,
and f is the frequency of the intermediate frequency signal
of the coil unit located in the right of three coil units. The
performing of frequency mixing on the anti-aliasing filtered
signals includes performing frequency mixing on the anti-
aliasing filtered signals using the local oscillator signals with
the selected frequencies. After the obtaining of the digital
domain signals, the method further includes extracting the
digital domain signals, taking the signal at the (4K+1)th
sampling point as a merging signal (e.g., CP signal), with the
maximum information amount of the signals received by the
three coil units and outputting the CP signal, and taking the
signal at the (4K+3)th sampling point as a merging signal
(e.g., ACP signal), with the minimum information amount of
the signals received by the three coil units and outputting the
ACP signal. K is an integer greater than or equal to 0.
The system for receiving magnetic resonance signals
includes a receiving coil array including at least one coil unit
group, and a correlation recording unit used for recording
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the correlations between carrier frequencies and the signals
received by each coil unit in a corresponding coil unit group.
The system also includes a low noise amplification, filtering
and frequency mixing unit, used for performing frequency
mixing on the anti-aliasing filtered signals according to the
correlations recorded by the correlation recording unit after
performing low noise amplification and anti-aliasing filter-
ing on the signals received by all the coil units in the coil unit
group to obtain intermediate frequency signals borne on the
respectively corresponding carrier frequencies of an identi-
cal channel. The system includes an amplification and
filtering unit used for performing amplification and filtering
processing on the intermediate frequency signals, and an
analog-to-digital conversion unit used for performing digital
sampling on the signals processed by the amplification and
filtering unit to obtain digital domain signals. In one embodi-
ment, each coil unit group in the receiving coil array
includes coil units with the dynamic ranges of the total
receiving signals being not greater than the dynamic range
of the analog-to-digital conversion unit. In one embodiment,
further included between the amplification and filtering unit
and the analog-to-digital conversion unit is a compression
unit used for compressing the signals from the amplification
and filtering unit, and outputting the compressed signals to
the analog-to-digital conversion unit to perform digital sam-
pling.

Each coil unit group of the receiving coil array includes
coil units with the dynamic ranges of the total receiving
signals being not greater than the dynamic range co-deter-
mined by the analog-to-digital conversion unit and the
compression unit.

In one embodiment, each coil unit group of the receiving
coil array includes all the coil units that receive an identical
orthogonal signal.

In one embodiment, the system further includes a digital
processing unit used for performing down-conversion pro-
cessing on the digital domain signals according to the
correlations recorded by the correlation recording unit.

In one embodiment, the coil unit group includes three coil
units. The system further includes a local oscillator signal
frequency determination unit and a digital processing unit
(406). The local oscillator signal frequency determination
unit, used for selecting the frequencies of the required local
oscillator signals during frequency mixing to make the
frequencies of the frequency mixed intermediate frequency
signals, meets the following relationship:

So=hatld4, S~ S,

where f; is the sampling rate of an analog-to-digital con-
verter, f,, is the frequency of the intermediate frequency
signal of the coil unit located in the middle of the three coil
units, f;, is the frequency of the intermediate frequency
signal of the coil unit located in the left of the three coil
units, and f; is the frequency of the intermediate frequency
signal of the coil unit located in the right of the three coil
units. The low noise amplification, filtering and frequency
mixing unit performs frequency mixing on all the signals
received by the group of coil units using the local oscillator
signals with the selected frequencies. The digital processing
unit is used for extracting the digital domain signals, taking
the signal at the (4K +1)th sampling point as a merging signal
(e.g., CP signal), with the maximum information amount of
the signals received by the three coil units and outputting the
CP signal, and taking the signal at the (4K+3)th sampling
point as a merging signal (e.g., ACP signal), with the
minimum information amount of the signals received by the
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three coil units and outputting the ACP signal. K is an
integer greater than or equal to 0.

The magnetic resonance imaging system includes a mag-
netic resonance signal receiving system in any of the above
particular implementations.

Since the present embodiments perform low noise ampli-
fication, filtering and frequency mixing on the signals
received by a plurality of coil units, intermediate frequency
signals borne on different carrier frequencies of an identical
channel are obtained. After amplification and filtering, the
path of intermediate frequency signals is outputted to an
analog-to-digital conversion unit to perform digital sam-
pling, thus decreasing the number of ADCs. Since ADCs are
not required to perform time-division multiplexing on a
plurality of paths of signals, full advantage of the sampling
rate of the ADC is taken.

In addition, since the coil units in a coil array are grouped
according to the dynamic range of an ADC and the signal
receiving situation of the coil units in the receiving coil
array, the dynamic range of the ADC is taken full advantage
of, and overflow of the dynamic range of the ADC will not
occur.

Additionally, further implementing a part of the functions
of an MoM using software may reduce the subsequent data
processing amount.

BRIEF DESCRIPTION OF THE DRAWINGS

FIG. 1 is a schematic diagram of signal flow of a method
for receiving a magnetic resonance signal;

FIG. 2 is an exemplary flowchart of one embodiment of
a method for receiving magnetic resonance signals;

FIG. 3 is a schematic diagram of exemplary signal flow in
an example corresponding to the receiving method shown in
FIG. 2; and

FIG. 4 is an exemplary structure chart of one embodiment
of a system for receiving magnetic resonance signals.

DETAILED DESCRIPTION OF THE DRAWINGS

FIG. 1 is a schematic diagram of exemplary signal flow of
a method for receiving a magnetic resonance signal in a
known application. As shown in FIG. 1, in some receiving
coil arrays, coil units may be pre-divided into a plurality of
coil unit groups by way of trinity, performing a mode matrix
(MoM) operation on magnetic resonance signals received by
three coil units (e.g., coil unit L, coil unit M and coil unit R
as shown in FIG. 1) of each coil unit group to obtain three
paths of signals (e.g., a merging signal with the maximum
information amount of the signals received by the three coil
units (a CP signal), a merging signal with a minimum
information amount of the signals received by the three coil
units (e.g., an ACP signal), and a merging signal with a
relatively small information amount of the signals received
by the three coil units (e.g., an LR signal)). Low noise
amplification, filtering and frequency mixing are respec-
tively performed on each path of signals of the three paths
of signals. After amplifying and filtering the frequency
mixed signals, a receiver 100 outputs the frequency mixed
signals to the ADC thereof, where the ADC performs digital
sampling on the three paths of signals via time-division
multiplexing (TDM). If a compression unit is also included
in the receiver 100, then compression may be further per-
formed on the filtered signals before outputting the filtered
signals to the ADC.

This method may decrease the number of ADCs to some
degree, but since the ADC performs digital sampling on the
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three paths of signals via time-division multiplexing, it is
equivalent to reducing the sampling rate of the ADC for each
path of signals.

In one embodiment, in order to decrease the number of
ADCs and not reduce the sampling rate of the ADC, low
noise frequency mixing may be performed on the signals
received by a plurality of coil units, thus obtaining interme-
diate frequency signals borne on different carrier frequencies
on an identical channel. The path of intermediate frequency
signals is output after amplification and filtering to the
analog-to-digital conversion unit to perform digital sam-
pling.

A plurality of coil units only needs to correspond to one
ADC, and therefore the number of ADCs is decreased by
multiples. Accordingly, a series of other elements of a digital
receiver system may be decreased correspondingly, thus
reducing the system costs.

The carrier frequencies that bear the signals received by
each coil unit may be pre-determined. Thus, when perform-
ing low noise frequency mixing, the signals received by the
plurality of coil units may be borne on the corresponding
carrier frequencies of an identical channel according to the
determined correlations between the signals and the carrier
frequencies, so as to parse each corresponding signal accord-
ing to the correlations when subsequently performing down-
conversion. The correlations between the signals and the
carrier frequencies are not changeless, but may be pre-
configured in coil files, as required.

Additionally, since the dynamic ranges of the magnetic
resonance signals outputted by different coil units are dif-
ferent, for example, the dynamic ranges of the magnetic
resonance signals of a single coil unit may be wide or
narrow, and the dynamic ranges of the signals after MoM
processing are wide or narrow as well. For example, a CP
signal may have the widest dynamic range. An LR signal has
a relatively narrow dynamic range, while an ACP signal has
the narrowest dynamic range. Therefore, in order to meet the
dynamic range requirements of various signals in practical
applications, a receiver may be configured to meet the
requirement of the maximum signal dynamic range. The
dynamic range may be the power difference between the
maximum signal power and the noise power, which is in dB.
The dynamic range of the receiver may be determined by the
dynamic range of the ADC. If the receiver also includes a
compression unit that compresses the received signals, then
the dynamic range of the receiver may be co-determined by
the ADC and the compression unit. For example, the
dynamic range may be the product of the dynamic range of
the ADC and the compression factor of the compression
unit.

Thus, for coil units that output signals with a low dynamic
range, the dynamic range of the receiver may not be taken
full advantage of, resulting in resource waste to some extent.

The coil units in a coil array may be grouped according to
the dynamic range of the receiver and the signal receiving
situation of the coil units in the coil array. For example, the
coil units in a coil array may be grouped by following the
principle that the dynamic range of the receiving signals of
each group of coil units is not greater than the dynamic range
of the receiver, but may be approximated to the dynamic
range of the receiver as much as possible. For example, for
coil units that output signals with a lower dynamic range,
more coil units may be divided into one coil unit group. For
coil units that output signals with a higher dynamic range,
fewer coil units (even one coil unit) may be divided into one
coil unit group. Thus, not only may the dynamic range of the
receiver be taken full advantage of, but also the grouping of
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the coil units is more flexible without the need for dividing
three coil units into one group as with the coil units with
MoM. Additionally, exceeding the dynamic range of the
receiver will not occur.

The present embodiments are further described in detail
hereinafter.

FIG. 2 is an exemplary flowchart of one embodiment of
a method for receiving magnetic resonance signals. FIG. 3
is a schematic diagram of signal flow in an example corre-
sponding to the receiving method shown in FIG. 2. As
shown in FIGS. 2 and 3, the method includes the following
acts.

In act 201, the coil units in a receiving coil array are
pre-divided into different coil unit groups.

In the present embodiment, either the method of grouping
coil units with MoM in a receiving coil array may be applied
(e.g., each three coil unit is divided into one group), or coil
units are grouped in a receiving coil array according to the
dynamic range of the receiver and the signal receiving
situation of the coil units in the receiving coil array. For
example, in order to take full advantage of the dynamic
range of the receiver, the coil units in a coil array may be
grouped by following the principle that the dynamic range of
the receiving signals of each group of coil units is not greater
than the dynamic range of said receiver, but may be approxi-
mated to the dynamic range of the receiver as much as
possible. In the situation where each coil unit group meets
the grouping requirements at this moment, any number of
coil units may be included and not limited to three coil units.

According to the current signal receiving situation of the
coil units in the receiving coil array and the parameter design
of the receiver, all the coil units of an identical orthogonal
signal may be divided into an identical group. Such a
grouping method may meet the requirement that the
dynamic range of the receiving signals of each coil unit
group in a coil unit group is not greater than the dynamic
range of the receiver.

The following acts are performed on each coil unit group:
In act 202, the correlations between carrier frequencies and
the signals received by each coil unit in the coil unit group
are established.

In practical applications, the correlations may be pre-
stored in coil files. The correlations are not changeless, but
the coil files may be configured arbitrarily as required, thus
improving the flexibility of the system.

In act 203, after performing low noise amplification and
anti-aliasing filtering on the signals received by all the coil
units in the coil unit group, frequency mixing is performed
on the anti-aliasing filtered signals according to the corre-
lations to obtain the intermediate frequency signals borne on
the respectively corresponding carrier frequencies of an
identical channel.

In act 204, the intermediate frequency signals are output-
ted to an ADC after amplifying and filtering so as to perform
digital sampling to obtain digital domain signals. In other
embodiments, after amplifying and filtering the intermediate
frequency signals and before outputting the intermediate
frequency signals to the ADC to perform digital sampling,
the filtered signals may be further compressed using a
compression unit, and then outputted to the ADC to perform
digital sampling.

Down-conversion processing may be performed on the
digital domain signals using a digital processing unit such as
a DSP or an FPGA etc., according to the correlations.

Considering that the data amount of subsequent process-
ing may be reduced after a receiving coil matrix with MoM
generates CP signals, ACP signals and LR signals, the
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present embodiments may implement a part of the functions
of the MoM above using software regarding the coil unit
group including three coil units. For example, in act 203, the
frequencies of the required local oscillator signals during
frequency mixing are selected to make the frequencies of the
frequency mixed intermediate frequency signals meet the
following relationship: f,=f, +f/4, f=f, ~f./4.

f, is the sampling rate of an ADC; {f,, is the frequency of
the intermediate frequency signal of the coil unit M located
in the middle of three coil units; f;, is the frequency of the
intermediate frequency signal of the coil unit L. located in the
left of three coil units; and f; is the frequency of the
intermediate frequency signal of the coil unit R located in
the right of three coil units.

For example, the sampling rate of the ADC may be 40
MHz, and f,, may be 12.5 MHz. Then, f;, may be 22.5 MHz,
and f; may be 2.5 MHz.

Frequency mixing is performed on all the signals received
by the group of coil units using the local oscillator signals
with the selected frequencies.

After act 204, sampling may be performed on the digital
domain signals using a digital processing unit such as a DSP
or an FPGA, etc. At each sampling point N, the phase
relationships of the digital domain signals corresponding to
the three coil units M, L and R are shown in Table 1.

TABLE 1
N 0 1 2 3 4 5
M 0 0 0 0 0 0
L 0 /2 e T*3/2 0 /2
R 0 /2 -7 —m*3/2 0 /2

Therefore, the signal at the (4K+1)th sampling point may
be obtained as a merging signal with the maximum infor-
mation amount of the signals received by the three coil units
(e.g., a CPsignal). The signal at the (4K +3)th sampling point
may be obtained as a merging signal with the minimum
information amount of the signals received by the three coil
units (e.g., an ACP signal. K=0, 1, 2,3, .. .).

The method for receiving magnetic resonance signals is
described above in detail, and a corresponding system for
receiving magnetic resonance signals is described in detail
hereinafter.

FIG. 4 is one embodiment of a system for receiving a
magnetic resonance signal including a receiving coil array
401, a correlation recording unit 402, a low noise frequency
mixing unit 403, an amplification and filtering unit 404 and
an analog-to-digital conversion unit 405. As shown in the
dotted part in FIG. 4, during a particular implementation, the
receiving system may further include a compression unit
406 between the amplification and filtering unit 404 and the
analog-to-digital conversion unit 405. In practical applica-
tions, the amplification and filtering unit 404, the analog-
to-digital unit 405 and the compression unit 406 may be
located in a receiver.

The receiving coil array 401 includes at least one coil unit
group. During particular implementation, the coil unit
groups may be divided according to the dynamic range of
the analog-to-digital unit 405 (or the dynamic range co-
determined by the analog-to-digital conversion unit 405 and
the compression unit 406) and the signal receiving situation
of the coil units in the receiving coil array. For example,
each coil unit group includes coil units with the dynamic
range of the total receiving signals being not greater than the
dynamic range of the analog-to-digital unit 405 but may be
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approximated to the dynamic range of the analog-to-digital
unit 405 as much as possible. Alternatively, each coil unit
group includes coil units with the dynamic range of the total
receiving signals being not greater than the dynamic range
co-determined by the analog-to-digital unit 405 and the
compression unit 406 but may be approximated to the
dynamic range co-determined by the analog-to-digital unit
405 and the compression unit 406 as much as possible.
During particular implementation, each coil unit group may
include all the coil units that receive an identical orthogonal
signal.

The correlation recording unit 402 is used for recording
the correlations between carrier frequencies and the signals
received by each coil unit in a corresponding coil unit group.

The low noise amplification, filtering and frequency mix-
ing unit 403 is used for performing frequency mixing on the
anti-aliasing filtered signals according to the correlations
recorded by the correlation recording unit after performing
low noise amplification and anti-aliasing filtering on the
signals received by all the coil units in the coil unit group to
obtain intermediate frequency signals borne on the respec-
tively corresponding carrier frequencies of an identical
channel.

The amplification and filtering unit 404 is used for per-
forming amplification and filtering processing on the inter-
mediate frequency signals.

The compression unit 406 is used for compressing the
signals from the amplification and filtering unit 404, and
outputting the compressed signals to the analog-to-digital
conversion unit 405.

The analog-to-digital conversion unit 405 is used for
performing digital sampling on the signals after being pro-
cessed by the amplification and filtering unit 404 or used for
performing digital sampling on the signals after being com-
pressed by the compression unit 406 to obtain digital domain
signals.

Furthermore, the system may also include a digital pro-
cessing unit 407. The digital processing unit 407 may be
used for performing down-conversion processing on the
digital domain signals according to the correlations recorded
by the correlation recording unit.

In addition, corresponding to the method shown in FIG. 2,
for coil unit groups that include three coil units, in the
present system, a local oscillator signal frequency determi-
nation unit (now shown in the figures) used for selecting the
frequencies of the required local oscillator signals during
frequency mixing to make the frequencies of the frequency
mixed intermediate frequency signals meet the following
relationship: f,=f, +f/4, f;=f,f/4 may be further
included.

f, is the sampling rate of an analog-to-digital converter; f,,
is the frequency of the intermediate frequency signal of the
coil unit located in the middle of three coil units; f;, is the
frequency of the intermediate frequency signal of the coil
unit located in the left of three coil units; and f, is the
frequency of the intermediate frequency signal of the coil
unit located in the right of three coil units.

The low noise amplification, filtering and frequency mix-
ing unit 403 may perform frequency mixing on all the
signals received by the group of coil units using the local
oscillator signals with the selected frequencies.

The digital processing unit 406 is used for extracting the
digital domain signals: taking the signal at the (4K+1)th
sampling point as a merging signal (e.g., CP signal), with the
maximum information amount of the signals received by the
three coil units and outputting the merging signal, and taking
the signal at the (4K+3)th sampling point as a merging signal
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(e.g., ACP signal), with the minimum information amount of
the signals received by the three coil units and outputting the
merging signal. K is an integer greater than or equal to 0.

The magnetic resonance imaging system in the embodi-
ments may include a magnetic resonance signal receiving
system in any of the above particular implementations.

A receiving method and receiving system for magnetic
resonance signals, and a magnetic resonance imaging sys-
tem are provided. The method optionally includes dividing
the coil units in a receiving coil array into different coil unit
groups; for each coil unit, establishing correlations between
carrier frequencies and the signals received by each coil unit
in the coil unit group; performing low noise amplification,
filtering and frequency mixing on the signals received by all
the coil units in the coil unit group according to the corre-
lations to obtain intermediate frequency signals borne on the
respectively corresponding carrier frequencies of an identi-
cal channel; and after performing amplification and filtering
on the intermediate frequency signals, outputting the inter-
mediate frequency signals to an analog-to-digital conversion
unit to perform digital sampling so as to obtain digital
domain signals. This may decrease the number of ADCs in
case of taking full advantage of the sampling rate of the
ADC.

What are described above are merely embodiments and
are not to limit the present invention. Any modifications,
equivalents and improvements within the spirit and principle
of the present invention are to be covered by the scope of
protection of the present invention.

While the present invention has been described above by
reference to various embodiments, it should be understood
that many changes and modifications can be made to the
described embodiments. It is therefore intended that the
foregoing description be regarded as illustrative rather than
limiting, and that it be understood that all equivalents and/or
combinations of embodiments are intended to be included in
this description.

The invention claimed is:

1. A system for receiving magnetic resonance signals, the
system comprising:

a receiving coil array comprising at least one coil unit

group;

a correlation recording unit configured to record correla-
tions between carrier frequencies and signals received
by each coil unit in a corresponding coil unit group of
the at least one coil unit group;

a low noise amplification, filtering and frequency mixing
unit configured to perform frequency mixing on anti-
aliasing filtered signals according to the correlations
recorded by the correlation recording unit after per-
forming low noise amplification and anti-aliasing fil-
tering on the signals received by the coil units in the at
least one coil unit group to obtain intermediate fre-
quency signals borne on the respectively corresponding
carrier frequencies of one channel;

an amplification and filtering unit configured to perform
amplification and filtering processing on the interme-
diate frequency signals; and

an analog-to-digital conversion unit configured to per-
form digital sampling on the signals processed by the
amplification and filtering unit to obtain digital domain
signals,

wherein the at least one coil unit group comprises three
coil units,

wherein the system further comprises a local oscillator
signal frequency determination unit and a digital pro-
cessing unit configured to select frequencies of required
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local oscillator signals during frequency mixing to
make frequencies of the frequency mixed intermediate
frequency signals meet the following relationship:
f,=f, /4, £,=t,,~1/4,

wherein f, is a sampling rate of the analog-to-digital

conversion unit, f,, is a frequency of the intermediate
frequency signal of the coil unit located in the middle
of the three coil units, f; is the frequency of the
intermediate frequency signal of the coil unit located in
the left of the three coil units, and fj is a frequency of
the intermediate frequency signal of the coil unit
located in the right of the three coil units,

wherein the low noise amplification, filtering and fre-

quency mixing unit is configured to perform frequency
mixing on all the signals received by the at least one
group of coil units using the local oscillator signals
with the selected frequencies, and

wherein the digital processing unit is configured to extract

the digital domain signals, taking a signal at a (4K+1)th
sampling point as a merging signal with a maximum
information amount of the signals received by the three
coil units and outputting the signal at the (4K+1)th
sampling point, and taking a signal at a (4K+3)th
sampling point as a merging signal with a minimum
information amount of the signals received by the three
coil units and outputting the signal at the (4K+3)th
sampling point, wherein K is an integer greater than or
equal to 0.

2. The system as claimed in claim 1, wherein each of the
at least one coil unit group in the receiving coil array
comprises coil units with a dynamic range of total receiving
signals being not greater than a dynamic range of the
analog-to-digital conversion unit.

3. The system as claimed in claim 2, further comprising
a digital processing unit configured to perform down-con-
version processing on the digital domain signals according
to the correlations recorded by the correlation recording unit.

4. The system as claimed in claim 1, further comprising
a compression unit located between the amplification and
filtering unit and the analog-to-digital conversion unit,

wherein the compression unit is configured to compress

on signals from the amplification and filtering unit.

5. The system as claimed in claim 4, wherein each of the
at least one coil unit group in the receiving coil array
comprises coil units with a dynamic range of total receiving
signals being not greater than a dynamic range co-deter-
mined by the analog-to-digital conversion unit and the
compression unit.

6. The system as claimed in claim 5, further comprising
a digital processing unit configured to perform down-con-
version processing on the digital domain signals according
to the correlations recorded by the correlation recording unit.

7. The system as claimed in claim 4, wherein each of the
at least one coil unit group in the receiving coil array
comprises all the coil units that receive an identical signal.

8. The system as claimed in claim 4, further comprising
a digital processing unit configured to perform down-con-
version processing on the digital domain signals according
to the correlations recorded by the correlation recording unit.

9. The system as claimed in claim 1, wherein each of the
at least one coil unit group in the receiving coil array
comprises all the coil units that receive an identical signal.

10. The system as claimed in claim 1, further comprising
a digital processing unit configured to perform down-con-
version processing on the digital domain signals according
to the correlations recorded by the correlation recording unit.
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11. A magnetic resonance imaging system comprising:
a magnetic resonance signal receiving system comprising:

a receiving coil array comprising at least one coil unit
group;

a correlation recording unit configured to record cor-
relations between carrier frequencies and signals
received by each coil unit in a corresponding coil
unit group of the at least one coil unit group;

a low noise amplification, filtering and frequency mix-
ing unit configured to perform frequency mixing on
anti-aliasing filtered signals according to the corre-
lations recorded by the correlation recording unit
after performing low noise amplification and anti-
aliasing filtering on the signals received by the coil
units in the at least one coil unit group to obtain
intermediate frequency signals borne on the respec-
tively corresponding carrier frequencies of one chan-
nel;

an amplification and filtering unit configured to per-
form amplification and filtering processing on the
intermediate frequency signals; and

an analog-to-digital conversion unit configured to per-
form digital sampling on the signals processed by the
amplification and filtering unit to obtain digital
domain signals,

wherein the at least one coil unit group comprises three
coil units,

wherein the system further comprises a local oscillator
signal frequency determination unit and a digital pro-
cessing unit configured to select frequencies of required
local oscillator signals during frequency mixing to
make frequencies of the frequency mixed intermediate
frequency signals meet the following relationship:
f,=f, /4, £p=t,,~1/4,

wherein f, is a sampling rate of the analog-to-digital
conversion unit, f,, is a frequency of the intermediate
frequency signal of the coil unit located in the middle
of the three coil units, f;, is the frequency of the
intermediate frequency signal of the coil unit located in
the left of the three coil units, and fj is a frequency of
the intermediate frequency signal of the coil unit
located in the right of the three coil units,

wherein the low noise amplification, filtering and fre-
quency mixing unit is configured to perform frequency
mixing on all the signals received by the at least one
group of coil units using the local oscillator signals
with the selected frequencies, and

wherein the digital processing unit is configured to extract
the digital domain signals, taking a signal at a (4K+1)th
sampling point as a merging signal with a maximum
information amount of the signals received by the three
coil units and outputting the signal at the (4K+1)th
sampling point, and taking a signal at a (4K+3)th
sampling point as a merging signal with a minimum
information amount of the signals received by the three
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coil units and outputting the signal at the (4K+3)th
sampling point, wherein K is an integer greater than or
equal to 0.

12. A method for receiving magnetic resonance signals,

5 the method comprising:
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after performing low noise amplification and anti-aliasing
filtering on signals received by coil units in a coil unit
group, performing frequency mixing on the anti-alias-
ing filtered signals according to correlations between
carrier frequencies and the signals received by each coil
unit in the coil unit group to obtain intermediate
frequency signals borne on the respectively corre-
sponding carrier frequencies of one channel; and

after amplifying and filtering the intermediate frequency
signals, outputting the amplified and filtered interme-
diate frequency signals to an analog-to-digital conver-
sion unit to perform digital sampling so as to obtain
digital domain signals,

wherein the coil unit group comprises three coil units,

wherein the method further comprises, before performing

frequency mixing on the anti-aliasing filtered signals,
selecting frequencies of required local oscillator signals
to make frequencies of the frequency mixed interme-
diate frequency signals meet the following relationship:
f,=f, /4, £,=t,,~1/4,

wherein f, is a sampling rate of an analog-to-digital

converter, f,, is a frequency of the intermediate fre-
quency signal of the coil unit located in the middle of
the three coil units, {; is a frequency of the intermediate
frequency signal of the coil unit located in the left of the
three coil units, and f; is a frequency of the interme-
diate frequency signal of the coil unit located in the
right of the three coil units,

wherein the frequency mixing comprises performing fre-

quency mixing on the anti-aliasing filtered signals
using the local oscillator signals with the selected
frequencies, and

wherein the method further comprises, after the obtaining

of the digital domain signals, extracting the digital
domain signals, taking a signal at a (4K+1)th sampling
point as a merging signal with a maximum information
amount of the signals received by the three coil units
and outputting the merging signal with the maximum
information amount, and taking a signal at a (4K+3)th
sampling point as a merging signal with a minimum
information amount of the signals received by the three
coil units and outputting the merging signal with the
minimum information amount, wherein K is an integer
greater than or equal to 0.

13. The method as claimed in claim 12, further compris-
ing, before the outputting of the amplified and filtered
intermediate frequency signals to the analog-to-digital con-
version unit to perform digital sampling, compressing on the
filtered signals using a compression unit, and outputting the
compressed signals to the analog-to-digital conversion unit
to perform digital sampling.
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